Inadvertent detection of 60-Hz alternating current by an implantable cardioverter defibrillator.
A patient with an ICD received therapies from his ICD while exercising in an indoor swimming pool. Interrogation of the ICD revealed inappropriate detection of 60-Hz alternating current artifact and delivery of ICD therapies.